Safety and efficacy evaluation of a new electrode (the LVP electrode) part I. Pattern ERG pilot study.
We have designed a less expensive, non-corneal ERG electrode. Named as the LVP electrode, this new disposable electrode was found safe and reliable for pattern ERG recordings.